
CONTROL OF EFFICACY

CIDEX® Test Strips provide a rapid and easy measure of the minimum 
effective concentration (MEC) to ensure an optimal reuse of CIDEX® 
Activated Glutaraldehyde Solution and CIDEX® OPA Solution.

Completely submerge the 
indicating pad of the strip 

into CIDEX® Solution for the 
specified time and remove. 

Do not shake strip.

Remove excess solution
by standing strip upright 

on a paper towel.

Read results at specified
time. Do not read past 

specified time.
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Please read and follow the Instructions for Use prior to using CIDEX® Solutions for detailed information, including contraindications, warnings and proper directions for use.



CIDEX® OPA OrThO-PhThAlAlDEhyDE SOlUTIOn CAn bE USED Or 
rEUSED fOr A MAXIMUM Of 14 DAyS.*

How to test: completely submerge indicating pad of the strip into solution. hold 
for 1 second and remove. Do not shake strip.

Remove excess solution by standing the strip upright on a paper towel.

Read results at 90 seconds. Do not read past 90 seconds. Pad will be 
completely PUrPlE to indicate effective solution. If Any blUE remains on the 
pad apart from the top line, solution is ineffective and must be discarded.

*CIDEX® OPA Solution may be used or reused for up to a maximum of 14 days provided the required 
condition of ortho-phthalaldehyde concentration and temperature exist based upon monitoring 
described in the Instructions for Use. Do not rely solely on days in use.

REORDER NO.  DESCRIPTION CASE CONTENTS

CX20392 CIDEX® OPA Test Strips 2 bottles –
  60 strips per bottle

CX20393 CIDEX® OPA Test Strips 2 bottles –
  15 strips per bottle

Test Strips

CIDEX® ACTIvATED GlUTArAlDEhyDE SOlUTIOn CAn bE USED Or 
rEUSED fOr A MAXIMUM Of 14 DAyS.†

How to test: completely submerge indicating pad of the strip into solution. hold 
for 3 seconds and remove. Do not shake strip.

Remove excess solution by standing the strip upright on a paper towel.

Read results at 75 seconds. Do not read past 75 seconds. Pad will be 
completely PUrPlE to indicate effective solution. If Any OrAnGE remains 
on the pad apart from the top line, solution is ineffective and must be discarded.
†CIDEX® Activated Glutaraldehyde Solution may be used or reused for up to a maximum of 14 days 
provided the required condition of activated glutaraldehyde concentration and temperature exist 
based upon monitoring described in the Instructions for Use. Do not rely solely on days in use.

REORDER NO.  DESCRIPTION CASE CONTENTS

MCX001 CIDEX® Solution Test Strips 12 bottles –
  60 strips per bottle

MCX002 CIDEX® Solution Test Strips 2 bottles –
  15 strips per bottle

Solution Test Strips

WHY SHOULD YOU TEST YOUR CIDEX® SOLUTION?
To ensure each CIDEX® Solution efficiently destroys microorganisms, the minimum effective 
concentration (MEC) required for high-level disinfection should be tested with the appropriate 
CIDEX® Test Strip prior to each usage.

Discard any unused test strips 90 days after bottle is originally opened.

Ireland:

Advanced Sterilization Products
A Division of J&J Medical Ireland
Airton road, Tallaght,
Dublin 24, Ireland

T: +353 1 466 5200
f: +353 1 466 5340

South Africa:

Advanced Sterilization Products
A Division of J&J Medical Pty. 
ltd. SA
PO box 273, Midrand
halfway house
1685
South Africa

T: +27 11 265 1120
f: +27 11 265 1189

Middle East:

Advanced Sterilization Products
A Division of J&J Medical Middle East
Dubai healthcare City, J&J building, 
3rd floor
PO box 505080, Dubai,  
United Arab Emirates

T: +971 4 429 7235
f: +971 4 429 7250

UK :

Advanced Sterilization Products
A Division of J&J Medical ltd.
Pinewood Campus
nine Mile ride
Wokingham
berkshire rG40, 3EW, England

T: +44 1344 871 081
f: +44 1344 871 171

Egypt:

Johnson & Johnson Medical Egypt
florida Mall
5th floor 
1229 Square El Sheikh Ali Gad El 
hak St. heliopolis
Cairo, Egypt

T: +202 2268 5026
f: +202 2268 4674

FOR MORE INFORMATION, COnTACT yOUr lOCAl ADvAnCED STErIlIzATIOn PrODUCTS SAlES rEPrESEnTATIvE

www.aspjj.com/emea
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